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Purpose: In this work, we combine three-dimensional echo
planar imaging (3D-EPI) with controlled aliasing to substantially
increase temporal resolution in whole-brain functional MRI
(fMRI) while minimizing geometry-factor (g-factor) losses.
Theory and Methods: The study was performed on a 7 Tesla
scanner equipped with a 32-channel receive coil. The proposed
3D-EPI-CAIPI sequence was evaluated for: (i) image quality,
compared with a conventionally undersampled parallel imaging
acquisition; (ii) temporal resolution, the ability to sample
and remove physiological signal fluctuations from the fMRI sig-
nal of interest and (iii) the ability to distinguish small changes in
hemodynamic responses in an event-related fMRI experiment.
Results: Whole-brain fMRI data with a voxel size of 2  2 
2 mm3 and temporal resolution of 371 ms could be acquired with
acceptable image quality. Ten-fold parallel imaging accelerated
3D-EPI-CAIPI data were shown to lower the maximum g-factor
losses up to 62% with respect to a 10-fold accelerated 3D-EPI
dataset. FMRI with 400 ms temporal resolution allowed the detec-
tion of time-to-peak variations in functional responses due to multi-
sensory facilitation in temporal, occipital and frontal cortices.
Conclusion: 3D-EPI-CAIPI allows increased temporal resolution
that enables better characterization of physiological noise, thus
improving sensitivity to signal changes of interest. Furthermore,
subtle changes in hemodynamic response dynamics can be stud-
ied in shorter scan times by avoiding the need for jittering. Magn
Reson Med 75:2350–2361, 2016. VC 2015 Wiley Periodicals, Inc.
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INTRODUCTION
Echo planar imaging (1), EPI, is the main pulse sequence
used for functional MRI (fMRI) (2–4) due to its ability
to offer high sampling rates. Standard multislice
two-dimensional (2D) -EPI acquires fMRI data at spatial
(2–4 mm isotropic) and temporal (2–3 s) resolutions
which are sufficient to detect the hemodynamic response
to neuronal activations (5). Research from various groups
has demonstrated that both functional connectivity based
studies (6,7) as well as task-driven fMRI (8,9) benefit
from improved statistics attainable with a higher sam-
pling rate. In addition, higher sampling rates allow sepa-
ration of physiological signal fluctuations and blood
oxygenation-level dependent (BOLD) signal of interest
(7,10–12).
At ultrahigh magnetic field strengths ( 7 Tesla [T]),
due to the increased signal available and because of the
increased susceptibility induced artefacts, there is both an
opportunity and a need to acquire higher spatial resolu-
tion images. Increasing the spatial resolution of multislice
2D-EPI suggests an increase not only in the echo train
length (ETL), but also in the number of slices needed to
achieve the same volume coverage, thereby increasing the
minimum repetition time (TR) achievable for whole-brain
coverage to a point where it becomes comparable to the
hemodynamic response time (10–12 s).
Recently, multiband (13–15) excitations have been pro-
posed to accelerate the acquisition of 2D multislice EPI
with successive slice shifting in the phase-encoding direc-
tion being used to reduce the g-factor penalty associated
with the unfolding (14–17). Such approaches have shown
their potential to provide sub-second temporal resolution
in fMRI. The main penalty of the multiband excitation
approach, especially at high fields, is the peak power of
multiband pulses (18), although various methods have
been developed to address this limitation (19–23).
Echo volume imaging (EVI) or single shot 3D-EPI
(9,24,25) is a technique where a thick slab is excited, as
opposed to thin slices in the case of multislice 2D-EPI, and
the full 3D volume is encoded during readout. 3D single-
shot acquisitions require long echo trains resulting in com-
promises in the achievable echo time (TE) and spatial
resolution and/or very high demands on the gradient hard-
ware (9). Use of multislab echo volume imaging reduces
the length of the echo train length and hence the strain on
the gradients (12), however, it reduces the ability to use
parallel imaging acceleration in the partition-encoding
direction due to the reduced field of view (FOV). A more
established strategy to overcome the limitations of EVI is
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the acquisition of the 3D volume in several shots (26–29)
known as 3D-EPI. In this case, the time needed to acquire
one entire 3D k-space (TRvolume) is TRsegment times the
number of segments, where TRsegment is the time between
successive excitations of the tissue volume. One or two
k-space planes are typically acquired per excitation (30),
leading to an ETL comparable to those of standard 2D-EPI.
3D-EPI provides multiple benefits over a multislice 2D-EPI
approach, including a higher sensitivity per unit scan time
(31,32), the absence of a spin-history artifact, and the pos-
sibility of straightforward application of parallel imaging
technique in both phase-encoding dimensions (28).
3D-EPI is more sensitive to physiological noise than its
2D counterpart (10,11). Recent work has shown that the
lower the number of segments used to form the 3D-EPI
dataset, the higher is the maximum achievable temporal
signal-to-noise ratio (tSNR) (29). A higher acceleration
factor for partially parallel acquisition (PPA) in the
partition-encoding direction results in a reduced number
of segments used for volume acquisition, thus improving
tSNR when operating in the physiological-noise domi-
nated regime (29). As in all undersampled acquisitions,
maximum acceleration is limited by the g-factor. Con-
trolled aliasing in volumetric data (2D-CAIPIRINHA) has
been proposed (33) as a means to reduce the noise amplifi-
cation associated with parallel imaging reconstruction.
In this study, periodic gradient blips are played in the
partition-encoding direction along with conventional
phase-encoding blips in a segmented 3D-EPI sequenc to
cover the k-space with a 2D-CAIPIRINHA pattern. We
refer to this combination of segmented 3D-EPI and 2D-
CAIPIRINHA as 3D-EPI-CAIPI, which was recently pre-
sented in abstract form (34). Image quality assessment
for high acceleration factors along the partition-encoding
direction (hereafter referred to as RZ) was performed by
means of comparisons of 3D-EPI-CAIPI with highly
accelerated standard 3D-EPI. Furthermore, the benefit
of higher sampling rate acquisitions for resting state
fMRI (rs-fMRI) following removal of physiological sig-
nal fluctuations from functional datasets was eval-
uated by acquiring 3D-EPI-CAIPI datasets at three
different sampling rates. In the third experiment, 3D-
EPI-CAIPI with 400 ms temporal resolution and 2 mm
nominal spatial resolution was used to demonstrate its
ability to detect multisensory facilitation in the
primary visual and auditory cortices, which has previ-
ously been demonstrated using a long TR, highly
jittered fMRI acquisition (35).
THEORY
CAIPIRINHA k-space sampling patterns can readily be
implemented into a segmented 3D-EPI sequence. Figure
1a shows the standard 3D-EPI sequence diagram and Fig-
ures 1c–d show the modifications in the slice-encoding
gradient to modify a 3D-EPI sequence into 3D-EPI-CAIPI.
Resulting k-space sampling patterns (Figs. 1b–d), are
shown for three possible trajectories to cover the k-space
with the same net acceleration R510, with Rz5 5 (to
ensure a five-fold increase in temporal resolution and
five-fold reduction in the number of excitations per vol-
ume) and Ry52 (to ensure reduced image distortions
and to achieve an optimal TE). Each sampling point in
the yz-plane is a k-space line along the read direction
during the EPI readout with the readout along the x-
direction. The solid circles in the sampling patterns (Fig-
ures 1b–d, right-hand side) indicate k-space sampling
points in the yz-plane that are acquired, whereas empty
squares indicate un-acquired k-space sampling points.
2D-CAIPIRINHA trajectories are characterized by the D
term (33), which indicates the shift used along the
partition-encoding direction while acquiring each suc-
cessive k-space point in the primary phase-encoding
direction. Standard parallel imaging undersampling strat-
egies as used in 3D-EPI correspond to D5 0 (Fig. 1b).
When a non-zero D is used (Figs. 1c–d), gradient blips
along the partition-encoding direction are played
together with the primary phase-encoding blips to shift
the successive k-space positions in the partition-
encoding direction by D. When the cumulative k-space
shift along the partition-encoding direction is greater
than or equal to Rz, the partition-encoding gradient
moment is rewound and the process is repeated. With
D5 0, i.e., standard undersampling, the resulting aliasing
artifacts appear only in the undersampled direction.
Whereas when a non-zero D is used, the notion of in-
plane and through-plane acceleration diffused, resulting
in more scattered aliasing patterns, as described in Bre-
uer et al (33), that make a more effective use of the avail-
able FOV. Another notion that can be useful when
interpreting a new k-space sampling pattern is that the
distance between a nonsampled point and their closest
source of information should be minimized. The reduc-
tion of this distance facilitates the kernel fitting
(although for a clearer picture the shape of the coils and
their sensitive field also plays an important role at
reweighting the distances in ky and kz). It is worth
noting that the k-space sampling trajectories shown in
Figures 1b–d for 3D-EPI-CAIPI are identical to the trajec-
tories used in simultaneous multislice blipped 2D-EPI.
METHODS
All experiments were conducted according to procedures
approved by the institutional review board and all par-
ticipants provided written informed consent before the
experiments. A 7T/680mm head-only scanner (Magne-
tom 7T, Siemens, Erlangen, Germany) equipped with a
head gradient insert (80 mT/m maximum gradient
strength, 333 T/m/s maximum slew-rate) and a
32-channel RF-head coil (Nova Medical Inc., MA) were
used.
Frequency-selective fat saturation pulses were applied
during EPI acquisitions before each excitation pulse to
reduce the chemical shift artifacts. The Ernst angle
was used throughout the study assuming an average T1
value of 1800 ms and the TRsegment of each acquisition.
3D-EPI-CAIPI image reconstructions were performed on
a standalone computer equipped with MATLAB
(R2012a, Mathworks Inc.) using a 2D-GRAPPA recon-
struction method (36).
The GRAPPA reconstruction, for a given acceleration
only along the y-and z-direction, can be represented as
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Sj x; ky1dky ; ðtÞ; kz1dkzðtÞ
  ¼
XNCoils
l¼1
XNS
s¼1
wx;j;t l; sð Þ
3Sl x;ky1DkyðsÞ;kz1DkzðsÞ
 
[1]
where the un-acquired signal of coil j in the hybrid
space, Sj(x,ky,kz), on the left-hand side of Eq. [1] can be
obtained by a linear combination of the acquired hybrid
space signals by the different receivers. In this formal-
ism, all the (ky, kz) k-space data are acquired phase
encoding coordinates, (dky(t), dkz(t)) and (Dky(s),Dkz(s))
are the GRAPPA kernel coordinates corresponding to tar-
get and source points, respectively (see Supporting Fig-
ure S1, which is available online). Finally, wx,j,t are the
GRAPPA weights for coil j and target point t at the posi-
tion x in the readout direction, NCoils is the total num-
ber of receiver coils and NS is the total number of
source points in the kernel. This process has to be
repeated for all target coils, target points in the GRAPPA
kernel and x- positions. The kernel is then shifted to fill
a new k-space region. The above formulation of
GRAPPA can be simplified as a matrix equation b
x,j,t5Axx,j,t, where A represents the matrix comprised of
the acquired data, b denotes the vector of the missing
data, and x represents the coefficient vector (for the sake
of notation simplicity the indexes x,j,t will be discarded
from now on).
In GRAPPA, autocalibration data are acquired and
used as the vector b to estimate the coefficient vector x.
The least-squares method is commonly used to calculate
the coefficients:
x^5min
x
kb2Axk2 [2]
which can be solved by matrix inversion, x5A21b.
When the inversion of the matrix A is ill-conditioned
due to the high acceleration factors and/or the presence
of various coils with low SNR, noise can be greatly
amplified in the estimated coefficients. Regularization
FIG. 1. a: Pulse sequence diagram for
segmented 3D-EPI pulse sequence. The
dotted box outlines partition-, primary
phase-, and read-gradients (z, y, and x
axes, respectively) which are modified to
shift successive k-space samples in the
partition-encoding direction to achieve
controlled aliasing. Gradient waveforms
and resulting k-space sampling patterns
for total acceleration R¼RyxRz¼2  5 are
shown for D¼0 (b), D¼1 (c), and D¼2
(d). b: (RyxRz¼2  5, D =0), 2/9 points
that have to be computed have a minimum
distance to a source point of 2.24 dk
(where dk is the spacing between succes-
sive k-space coordinates). In the case of
D = 1, this distance only happens for 1/9
points, while for and D¼2 there are 2/9
points at a distance of 2 dk.
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methods (37,38) have been used to condition the calcula-
tion of GRAPPA weights by
x^5min
x
kb2Axk21kR xð Þ; [3]
where R(x) is a regularization function (R(x)5 jjxjj2 in
the case of the Tikhonov regularization used in this
manuscript) and k is the regularization parameter. The
amount of regularization can be adjusted to reduce noise
at the expense of additional uncorrected aliasing.
For reconstruction of 3D-EPI-CAIPI images, before the
application of GRAPPA, the acquired data were Fourier
transformed along the readout direction and a linear
phase correction algorithm was applied (39). Subse-
quently, each ky-kz plane (at a fixed x-position) was
treated as a 2D k-space plane and used as input for
GRAPPA reconstruction algorithm. The GRAPPA autoca-
libration signal was measured before the undersampled
acquisition using the same 3D-EPI readout train as for
the main sequence. Care was taken to ensure that the
segmented EPI trains corresponding to the primary
phase-encoding lines were acquired in the inner loop
while the secondary phase-encoding loop was kept as
the outer loop. Note that, as opposed to multiband
2D-EPI, in 3D EPI, the steady state is not altered by such
an ordering loop, but the same advantages can be found:
reduction of reconstruction artifacts associated with large
physiological state variations in neighboring k-space data
of the ACS data (40). The undersampled (accelerated)
data were then acquired using sampling patterns
mentioned in the theory section. G-factor maps were
calculated using the general formulation for quantitative
g-factor calculations in GRAPPA reconstructions (41).
B1 maps were acquired using the Sa2RAGE sequence (42)
to ensure correct RF calibration for all the experiments per-
formed. The average B1 value over the whole-brain was
assessed to calibrate the reference voltage at the start of each
individual scan session. Anatomical images were acquired
with the MP2RAGE sequence (43) with TRMP2RAGE5 6.0 s,
TE5 3.03 ms, TI1/TI25 0.8/2.7 s, a1/a25 7
/5, matrix
size53203 3203 256, 0.63 0.63 0.6 mm3 isotropic voxel
size, slice encode5 left–right, phase encode5 anterior–
posterior, PPA (partially parallel acceleration factor)53 3
1, PFy (partial-Fourier factor in the primary phase-encoding
direction)56/8 and PFz (partial Fourier factor in the
partition-encoding direction)5 6/8.
Image Quality Assessment
Image quality was evaluated in 1.0 mm isotropic whole-
brain images acquired from a single subject with 3D-EPI-
CAIPI with different net accelerations and D values. The
acquisition parameters used were: TRsegment/TE567/26
ms, flip angle (FA)5 14, readout bandwidth
(rBW)5 1662 Hz/Pixel, matrix size5 188 3 188 3 120,
reference data5 188 3 48 3 48, GRAPPA kernel
size5333, PPAy5 2 and PFy57/8. PPAz varied from 3
to 5. With PPAz55, an acquisition with PFz56/8 was
performed to achieve a total data reduction factor of
Rz56.66 in the z-direction, and R5 15.24 overall, fol-
lowed by homodyne reconstruction (44,45). The partition-
encoding direction was set to superior–inferior while the
primary phase-encoding direction was set right–left.
Physiological Noise Characterization
To investigate the ability of shorter TRvolume acquisitions
to better characterize respiratory and cardiac induced
signal fluctuations, MR data were acquired using 3D-EPI-
CAIPI with three different volume TRs from three sub-
jects (two males, average age5 25.3 years) with simulta-
neous monitoring of the respiratory and cardiac cycles.
Common protocol parameters used for these runs were:
TRsegment/TE553/26 ms, FA5 13
, matrix size5106 3
106, 2 mm isometric voxel size, PPAy51, rBW53144
Hz/Pixel. Differences in protocol parameters used to
achieve different volume TRs were:
1. TRvolume¼ 3.180 s: volumes¼94, Npar¼ 60, Nseg¼ 60,
PPAz¼ 1
2. TRvolume¼1.060 s: volumes¼ 283, Npar¼ 60, Nseg¼ 20,
PPAz¼ 3, D¼1, reference data¼106  48  39, kernel
size¼ 3 3
3. TRvolume¼ 0.371 s: volumes¼ 808, Npar=60, Nseg= 8,
PPAz¼ 6, D¼ 2, reference data¼ 106  48  39,
kernel size¼ 3  3, PFz¼6/8
4. TRvolume¼1.060 s: volumes¼ 283, Npar¼ 20, Nseg¼ 20,
PPAz¼ 1, reference data¼ 106  48  20, kernel
size¼ 3 3
5. TRvolume¼ 0.371 s: volumes¼ 808, Npar=8, Nseg= 8,
PPAz¼ 1, reference data¼ 106  48  8, kernel
size¼ 3  3
Two runs at each sampling rate were performed and
their order was randomized. Power spectrum analysis
was performed in MATLAB on both physiological data
and MR signals. All datasets were temporally low-pass
filtered with a cut-off frequency of 0.14 Hz using a But-
terworth filter to filter out signal fluctuations due to
physiological processes such as respiration and cardiac
pulsation. All datasets were coregistered with standard
T1-weighted Talairach brain template in Statistical
Parametric Mapping (SPM, http://www.fil.ion.ucl.ac.uk/
spm/) software. Maps of tSNR per unit scan time,
defined as the mean divided by the standard deviation
along the time dimension divided by the square root of
the TRvolume used for the acquisition, were created pre-
and post-lowpass filtering for whole-brain, white matter,
and gray matter regions separately. Note that this
definition makes a fair comparison between the ability of
sequences with different sampling rates to detect
changes in the BOLD signal in a fixed amount of sam-
pling time. White and gray matter masks were created
using SPM segmentation and this masks were used to
compute the tSNR in different white and gray matter
regions for the three subjects.
Protocols 4 and 5 (partial brain acquisitions) were
introduced to control whether the improvement in tSNR
per unit of time observed was an artificial effect intro-
duced by the CAIPI reconstruction or if it was truly
related with the reduction of TRvolume.
Whole-brain datasets from a single subject (based on
protocols 1, 2, and 3) were motion corrected using
MCFLIRT. The data were then low-pass filtered (as in
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the previous paragraph) and finally, the 1.060 s and
0.371 s datasets were temporally down-sampled using
cubic spline interpolation to create an effective TRvo-
lume of 3.180 s producing 94 volumes each. Temporal
drifts were removed using a high-pass filter with a cutoff
at 100 s. Datasets were aligned to the high resolution
MP2RAGE anatomical images using FLIRT (46–49).
Spatial smoothing of 3 mm full-width-half-maximum
(FWHM) was applied. RSNs were identified using the
MELODIC toolbox from FSL (http://www.fmrib.ox.ac.uk)
which performs Independent Component Analysis (ICA)
(49,50). RSNs that consistently appeared at all the TRs
were automatically identified by choosing the compo-
nents with spatial correlation greater than 0.35 (after
thresholding the component maps at Z5 5). Additional
components were identified after visual inspection.
Names for each RSN were assigned by means of visual
comparison to published data (22,51–54)
Changes in HRF Dynamics Due to Multisensory
Integration
To demonstrate the ability of 3D-EPI-CAIPI to detect
multisensory facilitation in the primary visual and
auditory cortices with short TR, three volunteers (two
females, one male) were scanned using a protocol
that used a stimulation paradigm closely mimicking
that described in Martuzzi et al (35): volunteers were
asked to report by means of a button-press the occur-
rence of either a visual flash (V, 150 ms, yellow/black
checkerboard), a sound presentation [A, 150 ms,
white noise burst delivered by means of Sensimetrics
earplugs (Sensimetrics Corporation, MA)] or a simul-
taneous combination of the two (AV). Per 8-min run,
30 stimuli were presented using E-prime (Psychology
Software Tools Inc., PA), which was also used to
record response times. Stimuli were presented every
15–17 s.
Data acquisition was performed using the 3D-EPI-CAIPI
acquisition with acquisition parameters similar to the
TRvolume 0.371 s protocol used for the physiological noise
characterization experiment, i.e.: TRvolume5 399 ms (seven
segments, TRsegment5 57 ms), nominal spatial resolution
2 3 2 3 2mm3, matrix size 106 3 106 3 60, TE526 ms,
FA513, PPA5 1 3 6, D =2, reference data5106 3 48 3
39, kernel size5 3 3 3, PFz5 6/8, rBW5 2774 Hz/Px, slab
was anterior–posterior commissure aligned with the pri-
mary phase-encoding direction right to left. Two functional
runs were acquired, each consisting of 1215 volumes.
SPM8 (http://www.fil.ion.ucl.ac.uk/spm) was used for
motion correction, smoothing (FWHM 3 mm) and a gen-
eralized linear model analysis with regressors for A, V,
and AV stimuli and the temporal derivatives thereof.
Regions of interest (ROIs) of 500 voxels were defined
in the auditory, visual, and left motor cortices from the
A>V, V>A, and f-test over (A,V) respectively. From each
ROI, timecourses were extracted, temporally filtered to
remove slow drifts and subsequently temporally reor-
dered relative to the stimulus onset. A double gamma
function (54) was fitted to the reordered timecourses to
allow calculation of the time-to-peak.
RESULTS
Image Quality Assessment
Three orthogonal planes of 1 mm isotropic resolution
images are shown along with their 1/g maps in Figure 2
for different Rz. For all the acquisitions, Ry was kept con-
stant at 2 whereas Rz was varied and is indicated on the
far left of each row along with resulting TRvolume for
each acquisition. Standard sampling pattern images, i.e.,
D5 0, exhibited greater g-factor losses (Figure 2, first col-
umn) than those acquired with CAIPIRINHA sampling
patterns, i.e., D> 0 (Figure 2, center and right column).
The average 1/g values calculated over the whole-brain
are reported at the top of each 1/g map panel.
The benefit of using CAIPIRINHA with 3D-EPI acquisi-
tions was noticeable particularly for highly under-
sampled acquisitions. For PPA5 2 3 5 and D50, (Fig.
2I) most of the brain anatomy was not recognizable
(especially in the central part of the brain) but this was
progressively recovered with D51 (Fig. 2J) and D5 2
(Fig. 2K). The improvements in SNR were ascribed to
the reduced g-factor. The whole-brain averaged 1/g val-
ues were 0.70 with D5 0 and 0.77 with D52, corre-
sponding to a 10% improvement in average retained
SNR value over the whole-brain. It should also be noted
that the minimum 1/g value was 0.26 with D5 0, which
increased to 0.42 with D52, an improvement of 62%
in the worst-case retained SNR value. At lower accelera-
tion, reconstruction improvements were not evident from
simple visual inspection of the images. However, for the
lowest acceleration of 2x3 (Figs. 2A–B), average 1/g val-
ues increased from 0.90 (D5 0) to 0.93 (D5 1) with the
use of CAIPIRINHA, an increase of 3%. Figures 2L and
2M show transverse and sagittal planes from Figures 2B
and 2K respectively to help appreciate comparable image
quality obtained even though the latter was obtained
with a 2.2-fold shorter TRvolume.
Physiological Noise Characterization
To assess the improvement in physiological noise char-
acterization at higher sampling rates, for each of the
three different sampling rates, the power spectra of the
physiological signals (respiration and cardiac signals)
and the average power spectra of the whole-brain from
one of the subjects during the fMRI time course were cal-
culated and plotted together in Figure 3. With the lowest
sampling rate used (TRvolume=3.18 s or 0.31 Hz), both
respiratory and cardiac peaks, which were observed at
0.28 Hz and 1.26 Hz, respectively, could not be
sampled adequately, since the highest frequency signal
that could be sampled faithfully was 0.16 Hz. As a
result, aliased peaks of respiratory and cardiac signal
fluctuations (at 0.12 Hz and 0.14 Hz, respectively) are
likely to interfere with the frequency range where the
task-free BOLD signal is usually observed (i.e.,< 0.1 Hz)
(55). A TRvolume of 1.06 s critically samples a highest fre-
quency of 0.47 Hz and hence could sample the respira-
tory peak well. However, in this subject, the cardiac
peak was aliased at 0.32 Hz, indicated by the arrow in
Figure 3b. With TRvolume of 0.37 s, both the respiratory
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and cardiac peaks were below the Nyquist rate of 1.34
Hz and hence well-sampled.
The insets in Figure 3 show orthogonal slices of the
datasets acquired for power spectral analysis. As
expected, the 1.06 s dataset (Fig. 3b) exhibited lower g-
factor losses (average 1/g5 0.97) compared with the
0.371 s dataset (Figure 3c, average 1/g50.84). The image
quality with both sampling rates was considered accepta-
ble by visual inspection, and the eight-fold acquisition
speed-up resulted in only 13% additional g-factor
losses compared with three-fold acceleration, attributed
to the 2D-CAIPIRINHA sampling scheme (which was
also used for the three-fold accelerated data).
When examining tSNR/time maps averaged across sub-
jects for all three sampling rates, no significant change in
tSNR per unit time values was observed pre- and post-
lowpass filtering for the 3.18 s data, as expected (Figs.
4A–F, 5), because neither of the physiological signals
FIG. 2. A–M: Whole-brain echo planar images along with 1/g maps shown in orthogonal planes acquired with 3D-EPI-CAIPI for a single
subject. Different parallel imaging acceleration factors used along with resulting volume TRs are indicated on the left of each image row.
The left column shows the case of standard parallel imaging (D¼0), the middle column shows controlled aliasing with D¼1 and the
right column shows the D¼2 case. The averaged 1/g values are reported on the top right of each 1/g map. Panels (L) and (M) show
enlarged transverse and sagittal planes from panels (B) and (K), respectively, for better visualization. All the images presented are single
time-point images without further processing.
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could be filtered out by means of low-pass filtering from
this dataset. Both 1.06 s and 0.37 s datasets, which
already exhibited higher tSNR per unit time values com-
pared with 3.18 s dataset, could benefit further from the
application of low-pass filtering. The whole-brain aver-
aged tSNR per unit time values for the 0.37 s, 1.06 s, and
3.18 s dataset before low-pass filtering were 46.5, 32.7,
and 21.3, respectively. After low-pass filtering these val-
ues increased to 66.2, 42.6, and 21.5. This corresponds
to an increase in tSNR per unit time of 42% and 30% for
the datasets with a TR of 0.37 and 1.06, respectively. In
the case of partial brain acquisitions (Figs. 4G,H,K,L), the
values of tSNR obtained showed the same trend as when
accelerating with CAIPI with the tSNR per unit of time
increasing as the TR is reduced. The increase in tSNR
per unit time due to low-pass filtering was observed to
be 45% and 37% for 0.37 s and 1.06 s sampling rates,
respectively, while again no significant change in tSNR
per unit time was observed for the 3.18 s dataset after
low-pass filtering.
In Figure 5, it can be seen that tSNR per unit time
values showed significant disparities between white
and gray matter (white matter always higher that gray
matter), but were reproducible across subjects (see
error bars). Different gray matter regions were ana-
lyzed to evaluate if the spatially varying reconstruc-
tion noise could locally reduce the temporal SNR per
unit of time associated with TR reduction. All regions
showed comparable benefits from the removal of fre-
quency components associated with cardiac and respi-
ratory fluctuations.
Figure 6 shows six representative RSNs identified with
the three sampling rates used. The original volume TRs
are indicated on the left of each panel. The networks
were found to have higher statistical significance, to
show larger activated areas and to have higher maximum
z-score values (see Table 1) using faster sampling com-
paring (top to bottom) volume TRs 3.18 s, 1.06 s, and
0.37 s.
Changes in HRF Dynamics Due to Multisensory
Integration
Multisensory facilitation in the changes in HRF dynam-
ics study was evident from the recorded reaction times,
with significant differences (P< 0.001) in reaction speed
between audiovisual (AV) and both auditory (A) and vis-
ual (V) stimuli (Fig. 7a). Martuzzi et al reported longer
reaction times for A than for V stimuli, but also noted
that this differed per subject (35). An example activation
map for a single subject shown overlaid on the
MP2RAGE anatomical shows the spatial resolution was
sufficient to localize well the BOLD signal changes to
the gray matter (Fig. 7b), while yielding very high BOLD
sensitivity; these maps were obtained from A>V and
V>A contrasts with only 20 individual 150 ms events for
each stimulus type.
ROI timecourses averaged over runs and subjects are
shown in Figure 7 for the visual cortex (Fig. 7c), auditory
cortex (Fig. 7d), and motor cortex (Fig. 7e). The double-
gamma function described the BOLD responses well to
the different stimuli. The time-to-peak after stimulus
onset for the fitted double gamma functions is given in
Table 2. Positive responses for auditory stimuli were
found in the visual cortex and vice versa, albeit signifi-
cantly delayed compared with the cortex-own stimuli
(Table 2), as well as much lower in amplitude, as was
also reported in Martuzzi et al (35). As can be observed
from the timecourses in Figure 7, as well as the times-to-
peak in Table 2, BOLD responses to the AV stimulus
occurred measurably earlier than either of the single-
input stimuli, in agreement with (35). This effect was
found in all three ROIs, i.e., AV stimuli were followed
by earlier BOLD peaks in the occipital cortex than V
stimuli, earlier BOLD peaks in the temporal cortex than
FIG. 3. Power spectra of the respiratory, cardiac, and MR data
obtained with TRvolume of 3.18 s (a), 1.06 s (b), and 0.37 s (c).
BOLD signals are typically found in the 0.04–0.13 Hz frequency
range shown by the green vertical band. Inset: Whole-brain
images along with 1/g maps shown in orthogonal planes acquired
at corresponding sampling rates (only images for 3.18 s dataset).
The averaged 1/g values are also reported on the top right of
each 1/g map. All the images presented are single time-point
images without further processing.
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A stimuli and earlier BOLD peaks in the left motor cortex
than both A and V stimuli. BOLD responses in the motor
cortex, with audiovisual BOLD responses fastest and visual
BOLD responses slowest, matched the pattern observed in
reaction times (AV<A<V, Fig. 7a) despite the changes in
response times only varying by as little as 100 ms.
FIG. 4. A–F: Transverse and sagittal view of tSNR per unit scan time maps for TRvolume of 3.18 s, 1.06 s, and 0.37 s whole-brain data
from three subjects after co-registering to T1 weighted Talairach brain template. Panels A, C, and E show maps before low-pass filtering
whereas panels B, D, and E show corresponding maps after low-pass filtering the datasets with a cut-off frequency at 0.14 Hz. The
mean tSNR per unit scan time values calculated over the whole-brain region are indicated at the bottom-right of each figure panel.
G,H,K,L: Similar maps (transverse only) created for partial brain acquisitions where no partial parallel imaging was used but the pre-
scribed numbers of slices were reduced to achieve the same TR as with whole-brain acquisitions.
FIG. 5. a: Temporal SNR per unit time values calculated for datasets acquired with TRvolume of 3.18 s, 1.06 s, and 0.37 s. The values
were calculated for different brain regions: visual cortex (V), auditory cortex (A), motor cortex (M), whole-brain gray matter (GM), and
whole-brain white matter (WM) and averaged across 3 subjects. The values before filtering (light bars) are immediately followed by the
values after the application of a low-pass filter (dark bars) with a cut-off frequency 0.14 Hz. b: 1/g values for the same brain regions
averaged over the 3 subjects are plotted for 1.06 s and 0.37 s datasets.
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DISCUSSION
The present study demonstrates that CAIPIRINHA acqui-
sition strategies can readily be implemented in 3D-EPI to
improve the parallel imaging reconstruction for high
acceleration factors. A net acceleration of 10-fold was
shown to be achievable with a 32-channel coil at 7T and
was demonstrated to benefit from the CAIPIRINHA sam-
pling pattern. The use of an improved sampling pattern
resulted in an increase of average retained SNR of 10%
and worst-case retained SNR was increased by 62%
compared with non-CAIPIRINHA acquisition with other-
wise the same protocol parameters. This corresponded to
a marked improvement in qualitative image quality by
means of visual inspection.
To detect activation-induced BOLD responses, reduc-
ing the influence of signal fluctuations caused by cardiac
pulsation and respiration is especially important at high
SNR regime (56), as well as in relatively high resolution
data at (ultra) high field (57,58). The effects of heartbeat
and breathing are aliased to low frequencies at typical
volume repetition times (TRs) of 2–3 s and cannot sim-
ply be filtered out. The use of short TRs enables better
characterization of these nuisance sources which could
then be removed: either by simple low-pass filtering or
by means of physiological noise reduction schemes
(59–61). Moreover, when using 3D-EPI based sequences,
decreasing the number of shots used to form a 3D dataset
is expected to improve the tSNR (29) and the temporal
acceleration will also reduce the artefacts associated
with varying physiology through the volume acquisition.
All these effects contribute to the increase of temporal
SNR and are not present in 2D-EPI. The application of a
low-pass filter to the high sampling-rate (0.37 s) dataset
removed much of the physiological noise, allowing an
average increase of tSNR by 42% in respect to the unfil-
tered and a close to 208% with respect to the conven-
tional acquisition (3.18 s). Given that in our resting state
experiment (Figure 6 and Table 1) the datasets were
down-sampled to the same TR, the improvement in
detection of RSNs was dominated by the improved phys-
iological noise removal rather than increased sampling
per se.
The detection of subtle changes in HRF shape and
dynamics is difficult with data acquired with a volume
TR of 2 s or higher. To obtain sufficient time points to
characterize the HRF, many different repetitions can be
sampled with slightly differing lags, a technique referred
to as “jittering” and also used in by means of (35). Jitter-
ing is very sensitive to naturally occurring differences in
HRF from event to event and therefore requires a large
number of events to be sampled, resulting in long experi-
ments requiring an increased number of participants.
Although each timecourse exhibited low noise levels
(temporally stable), they had significant differences
between their shapes. Sampling each single HRF
FIG. 6. a–c: Six representative resting state networks identified
from datasets acquired with volume TRs of 3.18 s, 1.06 s, and
0.37 s. All datasets were low-pass filtered with a cut-off frequency
of 0.14 Hz to filter out respiratory and cardiac signal fluctuations.
Furthermore, 1.06 s and 0.37 s datasets were temporally down-
sampled to produce an effective volume TR of 3.18 s each. All
networks were applied a threshold from z¼5 to 10.
Table 1
Names Along with Sizes (in Number of Voxels) and Maximum Z-Score (Zmax) Values of Resting State Networks Displayed in Fig. 5 with
Volume TRs of 3.18s, 1.06s and 0.37sa
Resting state network Color used
TRvolume¼3.18s
(voxels / Zmax)
TRvolume¼1.06s
(voxels / Zmax)
TRvolume¼0.371s
(voxels / Zmax)
Default mode Pink 2725 / 15.83 3221 / 16.27 3835 / 19.11
General visual Brown 3432 / 11.86 3968 / 13.10 5634 / 14.92
Right lateral Blue 1871 / 8.58 2629 / 15.47 3792 / 16.79
Left lateral Green 3129 / 12.82 3318 / 14.45 4469 / 14.48
Medial visual Red 3838 / 16.44 4593 / 29.94 5128 / 32.39
Auditory Yellow 829 / 7.45 1545 / 10.59 3749 / 14.83
Task positive Red-yellow 1286 / 12.57 1621 / 13.84 2862 / 15.66
Mean - 2444 / 12.22 2985 / 16.24 4210 / 18.31
aThe mean activation map sizes and average of maximum Z-scores are also indicated in the last row.
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timecourse at sufficient temporal resolution (<500 ms),
reduces this need for averaging, allowing much smaller
subject populations to be used. Here, for example, the
HRF-differences due to multisensory integration could be
observed in a group of 3 volunteers rather than 12, and
these 3 subjects only performed two runs each, rather
than eight as in the original study (35). In addition, differ-
ences in the HRF time-to-peak were also found in the left
motor cortex, as might be expected from the differences
in reaction times to the differing stimuli, but no such dif-
ferences could be reported in the original experiment,
suggestive of the increased sensitivity of the high-
temporal resolution acquisition at higher field strength.
Note that these HRF differences were obtained from dif-
ferent brain regions where the vascular compliance, gray
matter thickness and venous delay times may differ and
these have an important effect on the HRF dynamics. For
example, in these data the time-to-peak for the motor cor-
tex is shorter than for the occipital lobe or temporal lobe
ROIs, while the neural output of the motor cortex evi-
dently happens after the sensory input is received.
Recently, other groups have started exploring the pos-
sibility to use the controlled aliasing in 3D-EPI as a
means to obtain higher spatial resolution by translating
through-plane sensitivities into in-plane accelerations
(61). In our implementation, the use of 3D-EPI-CAIPI is
expected to be of greater benefit for fMRI applications
where temporal resolution, more than spatial resolution,
is a limiting factor. This is especially important when
studying rapid transient responses (62) or the shape of
the hemodynamic response function as done here in the
multisensory integration experiment, or when targeting
regions such as the brain stem, where cardiac pulsation
plays an important role (63) not only in terms of signal
intensity variation but also in terms of motion.
Future work will address a more thorough comparison
between 2D-SMS-EPI and 3D-EPI-CAIPI. This compari-
son has been deemed out of scope for this manuscript
because for such a comparison to be fair, many aspects
have to be taken into account. For example, similar
image reconstruction pipeline for both the sequences
(64) and regularization levels for the grappa; similar k-
space trajectories; comparison fair Ernst angle compari-
son and the same degree of fat saturation. The different
degrees of sensitivities of the two sequences to physio-
logical signal fluctuations can be assessed through more
advanced physiological noise correction techniques such
as RETROICOR (10,59,60).
CONCLUSIONS
We conclude that the standard 3D-EPI sequence can be
modified to include CAIPIRINHA-style k-space acquisi-
tion patterns, which allow the increase of parallel imag-
ing acceleration in the partition-encoding direction and
hence lead to increased tSNR and increased temporal
resolution with reduced g-factor penalties compared
FIG. 7. a: Average reaction times to V, A, and AV stimuli.6 stderr over runs and volunteers. b: Example slices from t-score maps (scale
3–10) of a single volunteer for 3D-EPI-CAIPI data. Red/yellow: A>V, blue V>A. c: 3D-EPI-CAIPI timecourses reordered relative to stimu-
lus onset and fitted double gamma function in the occipital lobe ROI following delivery of V, A, and AV stimuli timecourses and fitted
double gamma function from the temporal lobe ROI (d) and timecourses and fitted double gamma function from the left motor cortex
ROI (e). The dots show the 3D-EPI-CAIPI timecourses; the continuous lines indicate the fitted double gamma functions.
Table 2
Time to Peak of the Double Gamma Function Fitted to the HRF
for Auditory, Visual, and Audiovisual Responses in the Occipital,
Temporal, and Left Motor ROIsa
Time to peak (s) V A AV
Occipital 4.70 5.42 4.46
Temporal 4.48 4.10 3.86
Motor 3.94 3.78 3.76
aNote that AV responses are fastest in all three ROIs.
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with standard 3D-EPI. With the increased temporal reso-
lution obtained, a better characterization and removal of
the physiological noise is possible, thereby improving
the ability to detect resting state networks and functional
brain activity.
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Figure S1. GRAPPA kernels (3 3 3) used for image quality comparison
(Fig. 2) with different CAIPIRINHA shifts (D). The care was taken to ensure
that the same numbers of source points (acquired data) contribute toward
estimation of target points (un-acquired/skipped data) for a same overall
acceleration factor irrespective of the D used. This would remove any bias
in the quality of the images caused due to different source points to target
points ratio.
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